Increase of ventricular output inducing ventricular afterpotential sensing and ventricular safety pacing in a biventricular implanted cardioverter defibrillator.
Programming maximum right ventricular output in a patient with a biventricular implanted cardioverter defibrillator resulted in ventricular oversensing and ventricular safety pacing in the same cardiac cycle.